This paper presents a new hybrid camera motion tracking method for bronchoscopic navigation combining SIFT, epipolar geometry analysis, Kalman filtering, and image registration. In a thorough evaluation, we compare it to state-of-the-art tracking methods. Our hybrid algorithm for predicting bronchoscope motion uses SIFT features and epipolar constraints to obtain an estimate for interframe pose displacements and Kalman filtering to find an estimate for the magnitude of the motion. We then execute bronchoscope tracking by performing image registration initialized by these estimates. This procedure registers the actual bronchoscopic video and the virtual camera images generated from 3D chest CT data taken prior to bronchoscopic examination for continuous bronchoscopic navigation. A comparative assessment of our new method and the state-of-the-art methods is performed on actual patient data and phantom data. Experimental results from both datasets demonstrate a significant performance boost of navigation using our new method. Our hybrid method is a promising means for bronchoscope tracking, and outperforms other methods based solely on Kalman filtering or image features and image registration.
Introduction
In minimally invasive diagnosis and treatment of lung and bronchus cancer, physicians must obtain useful information for the assessment of suspicious tumors and site localization. The most popular means are 3D multidetector computedtomography (CT) data showing the high resolution images of the airways and bronchoscopy providing endoluminal images in real time. During bronchoscopic examinations, physicians need to see previously acquired CT data aligned with the bronchoscopic video. Unfortunately, it is very difficult for bronchoscopists to manually fuse that information because of the complexity of the bronchial tree and that no direct connection exists between the CT images and real bronchoscopic images. Therefore, we must develop a bronchoscopic guidance system to assist physicians during this mental burden. Such a bronchoscopic navigation system needs to accurately track the position and orientation of the bronchoscope camera inside the patient's airway tree relative to the CT and in real time.
For bronchoscope tracking, two main approaches (or their combination) have been proposed in the literature up to now: (a) electromagnetic sensor-based and (b) image registrationbased tracking. Sensor-based guidance utilizes a sensing coil (sensor) attached to the tip of the bronchoscope and localized by an electromagnetic tracking system, such as the commercially available superDimension navigation system (Solomon et al., 2000; Gildea et al., 2006; Schwarz et al., 2006; Becker et al., 2005) . However, such navigation systems suffer from the following bottlenecks: (a) sensitivity to localization problems resulting from any patient movement (i.e., respiratory motion or coughing). (b) measurement inaccuracies because of magnetic field distortion caused by ferrous metals or conductive material within or close to the working volume; (c) difficulties when integrating sensors into ultra-thin bronchoscopes (i.e., 2.8 mm in external diameter and 1.2 mm in working channel diameter) because of space restrictions.
Image registration-based tracking for bronchoscopic navigation (Peters and Cleary, 2008) , which is a very active topic of research is also the topic of our paper. It is often comprised of two major stages: camera motion estimation and image registration. In the first stage, we distinguish between two kinds of methods: filtering-based and feature-based motion estimation. Since bronchoscope tracking is a nonlinear filtering problem that requires nonlinear filtering approaches for its solution, methods based on Bayesian or motion filtering have already been proposed. Nagao et al. (2004) used a Kalman-based estimator to increase the speed and accuracy of their registration algorithm. Deligianni et al. (2005) employed the CONDensation algorithm to avoid trapping the registration in local minima. Al-though filtering-based methods increase the general accuracy and robustness of registration involved in bronchoscope tracking, they usually do not estimate the rotational part of the bronchoscope motion. However, feature-based methods for bronchoscope motion prediction seem promising for bronchoscope tracking. In Mori et al. (2002) and Rai et al. (2008) , optical flow patterns compute bronchoscope motion between consecutive real bronchoscopic (RB) images as a pre-registration step for bronchoscopic navigation. Although good performance was shown, it remains difficult to get an accurate estimate for the insertion depth of the bronchoscope, or, in other words, for the magnitude of translation between successive frames.
To improve the results of the first stage, image registration can be invoked to precisely estimate the position and the orientation of the bronchoscope. Therefore, a virtual bronchoscopic (VB) view generated by placing a virtual camera inside the 3D CT data that resembles the current RB image is searched for by altering the rendering parameters used to generate this virtual image. During image registration, the image similarity between VB and RB images is calculated. Numerous papers have been published on this topic. Bricault et al. (1998) presented their pioneering work in registering RB and VB images to assist transbronchial biopsies and utilized bifurcations inspected in the bronchial tree of the patient to calculate the camera position corresponding to RB images. However, since their method is constrained to bifurcations, it cannot tackle cases where this information cannot be clearly observed. Helferty and Higgins (2001) proposed a method for bronchoscope tracking using image registration based on normalized mutual information and greatly improved the tracking speed and accuracy by employing 2D/2D matching frameworks to obtain 3D camera motion (Helferty et al., 2007) . Deligianni et al. (2006) proposed bronchoscope tracking using a position sensor and a pq-based registration technique and improved its accuracy and stability by modeling respiratory motion with an active shape model. Their method generates VB images that most resemble RB images by recovering a bidirectional reflectance distribution function (BRDF) from registered RB and VB images . Our group developed an image registration-based approach to continuously track the camera motion by spatially aligning RB and VB images (see Figure 1 ) on the basis of the selective image similarity measure MoMS E . Although our previously proposed method was accurate and effective for some test cases, it still suffers from such problems as an inability to recover from registration errors and abrupt (jumpy) transitions between successive frames. This paper explores a hybrid method for predicting bronchoscope motion and first uses features obtained by scale invariant feature transform (SIFT) (Lowe, 2004) to estimate the inter-frame pose displacements (up to scale) based on epipolar constraints and Kalman filtering to get position estimates and then performs intensity-based image registration initialized by these estimates for improving the performance of bronchoscopic guidance.
Our contributions can be summarized as follows. First, we introduce SIFT-based motion estimation, which employs SIFT features to predict camera motion in bronchoscopic navigation.
Combining it with a Kalman filtering-based method, we construct a new hybrid method for bronchoscope motion estimation that can accomplish better initialization for a subsequent image registration process than other methods and hence improve accuracy. Second, a new method for scale factor estimation (i.e., estimation of the magnitude of the translation between twosuccessive frames) is described. We demonstrate that the tracking results of feature-based methods are sensitive to the scale factor of the translation vector when performing 2D/3D pose prediction. In this paper for the first time we predict the scale factor by utilizing Kalman filtering. Third, we present a thorough assessment of different methods of bronchoscope motion estimation. Initially we compare two kinds of motion estimation methods: (a) filtering-based and (b) feature-based. Based on this comparison, we formulate a better way to predict bronchoscope motion to improve the robustness and accuracy of pose estimation. Additionally, we provide a complete procedure to acquire bronchoscopic ground truth data by combining camera and hand-eye calibrations and magnetic tracking.
The remainder of this paper is organized as follows. The parameters required to describe the camera motion are defined in Section 2. Our new hybrid bronchoscope tracking method is described in Section 3. In Section 3.1, we recall the paradigm of camera motion estimation by feature-based methods. A new scale factor determination method based on Kalman filtering is presented in Section 3.2. Section 3.3 briefly summarizes the parameters used to generate VB images and to register them to their real counterparts. Section 4 details the experimental environment and assessment scheme. Finally, Section 5 summarizes and Section 6 discusses the assessment results, before Section 7 concludes this work.
Definition
While the input of a bronchoscopic navigation system usually is a set of CT slices and bronchoscopic video from the same patient, its output is a sequence of VB renderings, where the estimated bronchoscope position and orientation are represented in CT coordinates. Bronchoscope tracking can be considered a search procedure that determines a time series of VB images corresponding to the RB images with maximum similarity between them.
We denote the extrinsic camera parameters for the (i)-th rendered VB image as Q (i) that correspond to the RB camera position and orientation and are described by
where R (i) and t (i) represent a rotation matrix and a translation vector of the bronchoscopic camera in CT coordinates, respectively. This homogeneous matrix depicts the transformation from the camera coordinate system to the CT coordinate system. When the bronchoscope performs small inter-frame movements comprising translational motion ∆t (i) and rotational motion ∆R (i) between the (i-1)-th and (i)-th RB images, the up-
Figure 1: Composite view of our bronchoscopic navigation system and fusion between RB and VB images. (a) Our bronchoscopic navigation system contains four windows for displaying useful information. RB video (upper left), a VB image (lower left) generated from previously acquired CT data and corresponding to the RB image, a bird's view (upper right) displaying the bronchoscope trajectory, and a slice view (lower right) showing an axial slice, in which a cross cursor marks the current bronchoscope location. All windows were synchronized to provide critical visual and structural information during bronchoscopy. (b) Other examples of corresponding RB (left column) and VB images (right column). VB images on right are rendered at estimated camera positions of bronchoscope. These images were rendered in the same way as those in the lower-left view of (a).
dated camera motion parameters are formulated as
where
defines a translation vector. Relative rotation matrix ∆R (i) is constructed by Euler rotation angles θ, φ, and ψ of the camera around the x-, y-, and z-axes and is described by
where the variables of this matrix are defined as: S 1 = sin θ, S 2 = sin φ, S 3 = sin ψ, C 1 = cos θ, C 2 = cos φ, and C 3 = cos ψ. Figure 2 further shows the relationship between the camera and the CT coordinates. Inter-frame movement ∆Q (i) is represented in the camera coordinate system at the (i-1)-th frame and indicates the change of camera position and orientation from the (i-1)-th to i-th frames. RB camera motion tracking is obtained by continuously estimating ∆t (i) and ∆R (i) under the assumption that Q (0) is given. Additionally, we need the intrinsic camera parameters for the generation of VB images by volume rendering and for epipolar Figure 2 : Relationship of coordinate systems and transformations during predictive camera motion tracking geometry analysis. We define intrinsic matrix K as
where f x and f y are the focal lengths in units of horizontal and vertical pixels and (p x , p y ) T is the principal point. We also model the tangential and radial distortion of the camera lens according to (Heikkilä and Silvén, 1997) .
Hybrid Bronchoscope Tracking
In this section, we present all the components of our hybrid approach to bronchoscope tracking. In this context, hybrid refers to a combination of feature-based tracking, epipolar geometry analysis, and filter-based motion tracking for constructing a new motion estimation algorithm and its integration into image registration for bronchoscope tracking 1 . The new hybrid motion tracking method combines filtering-and feature-based approaches by fusing their respective advantages to improve the overall performance of bronchoscope tracking. Figure 3 shows a flowchart of our hybrid tracking method. We first extract stable scale invariant feature transform (SIFT) features from the current bronchoscopic video image and find matching features in the previous image. The matches are used for epipolar geometry analysis, which estimates the relative camera motion up to scale. To recover this unknown scale, we additionally apply Kalman filtering, which gives an estimation of the relative camera translation. By fusing the epipolar analysis and the Kalman filtering estimates to a full 6 degrees of freedom (DOF) camera motion matrix and multiplying it onto the camera pose matrix obtained for the previous image, we get an estimate for the current camera pose to initialize the final image registration step.
Note that our hybrid bronchoscope tracking approach exhibits similarities to simultaneous localization and mapping (SLAM) (Durrant-Whyte and Balley, 2006), particularly MonoSLAM (Davison et al., 2007) , a technique developed to permit a robot to build a map within an unknown environment or update a map within a known environment using a single camera while simultaneously determining its 3D motion trajectory within this map. Our method also recovers a 3D trajectory inside the CT images when the bronchoscope is moved along the patient's airways, and, similar to MonoSLAM, utilizes image features as well as Kalman filtering for that purpose. However, here, we cannot rely only on image features and Kalman filtering, since we additionally need to deal with respiratory motion and camera trajectory mainly along the viewing direction of the camera, which has not been addressed in previous work using MonoSLAM in endoscopy (Grasa et al., 2009) . To successfully address these issues, our method fuses the essential information from feature detection, epipolar analysis, and Kalman filtering with image registration to achieve more stable camera tracking.
Feature-based Motion Estimation
Feature-based algorithms for structure and motion computation, which are now widely developed for tracking a small number of salient features in long image sequences, can be divided into two major steps: (a) feature extraction and (b) feature tracking. The first stage detects features from camera images and identifies corresponding features in each image of the sequence that can be utilized in the second stage to calculate the relative camera motion (up to scale). In this paper, we focus on deriving features from bronchoscopic video sequences and utilize a SIFT-based method for feature tracking in RB images. For feature-based motion estimation, the first important step is the extraction of features. Currently one of the best-known methods for extracting image features is the SIFT algorithm. SIFT returns distinctive features from keypoints that are invariant to image scale and rotation (Lowe, 2004) . We introduce SIFT in our hybrid motion estimator for predicting bronchoscope motion. It uses SIFT features and epipolar geometric constraints to calculate the relative translation up to scale and the rotation between the previous and current poses of the bronchoscope camera. Given RB image sequences observing the bronchial structure from different viewpoints, the points of interest are detected on the difference of the Gaussian pyramid, and each point is represented by a SIFT descriptor composed of a 128-dimensional vector containing local orientation histograms around the keypoint's position.
To speed up the feature tracking procedure in an RB image sequence, we always store the feature context of a processed RB image to recall it during the next iteration.
Point Matching Strategy
Given two consecutive RB images, we extract two sets of interest points and calculate the point descriptors. Before we can use these interest points for bronchoscope tracking, we must identify the corresponding points between successive RB images.
There are usually three strategies for performing point matching, as shown in Mikolajczyk and Schmid (2005) . The simplest choice is threshold-based matching: two points are considered to match if the distance between their descriptors is equal or lower than a threshold. In this case, one descriptor in the previous frame may correspond to several descriptors in the current frame. Another choice is to add a nearest neighbor constraint to obtain one-to-one correspondences. To achieve even more effective matching, a third strategy can be utilized that computes the ratio between the distance of the nearest and the second-nearest neighbors and thresholds this ratio to discard false matches. The third strategy is described in Lowe (2004) .
In our experiments, we performed point matching based on the third matching strategy by computing the Euclidean distance between the descriptors and the above distance ratio to obtain L matches. Based on the experiments performed in Lowe (2004) , a distance ratio threshold between about 0.2 and 0.8 gives good results. We set the threshold to 0.6, which was the default for the demo implementation provided by Lowe 2 , since this provided a good compromise between the elimination of enough false matches and not discarding too many correct matches.
Even though the third matching strategy is effective, obtaining unsuitable point pairs is still unavoidable. Therefore, we implement a simple outlier detection mechanism based on the standard deviation of the distances between corresponding points.
Given two sets of matching points {p
and {p
, which are detected in two different RB images based on the third matching strategy, respectively, where u l and v l are the pixel coordinates in RB images, we calculate Euclidean distances d l of all point pairs p
Then we calculate meand and standard deviation σ of distance set {d l , l = 1, · · · , L}. Now we define a non-zero threshold as (d + σ) to determine whether the current point pair is correct. Pair (p
otherwise, it will be rejected. Applying our outlier rejection, we reduce the number of matches from
is not considered a lower threshold for determining true or false matchings since standard deviation σ is greater than meand in successive frames with small movement between them. Figure 4 shows an example of the matching result between two consecutive frames.
Epipolar Geometry Analysis
Inter-frame movement ∆Q (i) is determined based on epipolar constraints that our corresponding point pairs (p
The demo software is available from http://www.cs.ubc.ca/~lowe/ keypoints/. must satisfy (k = 1, · · · , K : K is the total number of matching points found in Section 3.1.2). The epipolar geometry, which is the intrinsic projective geometry between two views, can be algebraically represented by fundamental matrix F (Hartley and Zisserman, 2004) . For any pair of corresponding points p
Given enough (at least 7) point matches p
k , Eq. 7 can compute unknown matrix F, for example, by the normalized eight-point algorithm of Hartley (Hartley and Zisserman, 2004 ).
Since we previously calibrated the bronchoscope to obtain its intrinsic camera parameters (stored in K) (Zhang, 2000) , we can now compute essential matrix E = K T FK. We obtain interframe movement ∆Q (i) including translation unit vector ∆t (i) and rotation matrix ∆R (i) between the (i-1)-th and (i)-th RB images by sequentially solving the following two equations (Mori et al., 2002) :
Note that essential matrix E is determined only up to an arbitrary scale factor. Thus resulting translation vector ∆t (i) contains arbitrary scale factorα
It is difficult to estimate this scale factor for tracking the bronchoscope tip, since the main motion of the bronchoscope is along its viewing direction. This creates a very small baseline between the two camera positions of consecutive frames, making the depth and hence the scale factor estimation inaccurate even in the presence of metrics. In the next section, we present an effective method for determining this scale.
Kalman Filtering-Based Scale Factor Estimation
Filtering-based motion tracking methods in general estimate camera motion are not as accurate as feature-based methods because they only predict a new (unknown) state based on previous (known) states; feature-based methods can utilize known features in both the previous and current images. This in particular holds for the abrupt changes of the main motion direction. However, a prediction for only the magnitude of the motion (scale in this paper) can be more stable, since it is less dependent on the direction change itself.
Based on this idea, we construct our new hybrid motion estimator using SIFT features to obtain inter-frame pose displacements (with translation up to scale) and Kalman filtering to determine the unknown scale factors. In the following, we describe how to estimate the bronchoscope translation using Kalman filtering.
Kalman filtering, as one filtering-based estimator, can be described by a state-space model where observations occur and a state is predicted at a discrete time. The state-space model may be formulated as
where B i,i−1 is a state transition matrix transferring unknown state vector x i−1 to next vector x i from time (i − 1) to time i. During this estimation procedure, white noise w i−1 and observation noise o i−1 are assumed to be added. G i−1 is the driving matrix. In Eq. 11, y i−1 is designated as an observation signal and H i−1 is the observation matrix. The problem of Kalman filtering is to solve a set of mathematical equations for the unknown state vectors in an optimal manner that minimizes the estimated error covariance given part of the initial system state. Unknown state vector x i is predicted using observation y i−1 to search for the minimal meansquare error estimation of state x i−1 . The whole procedure implements predictor-corrector type estimation by solving the following formulations:
Corrector:
Predictor:
where O i−1 and W i−1 are the covariance matrices of o i−1 and w i−1 andM k is the Kalman gain. Eqs. 12 and 13 construct the corrector, estimated statex i−1 and its error covariance matrix S i−1 are calculated by updating previous estimationx i−2 and error covariance matrixŜ i−2 . The predictor is built by Eqs. 15 and 16 that compute estimatex i and its error covariance matrixŜ i for approximating to state vector x i . More details on Kalman filter-based motion estimation are described in Kalman (1960) , Welch (1996) , and Welch and Bishop (2001) .
In our studies, we utilize Kalman-based motion filtering to estimate the bronchoscope translation. Let t (i−1) denote the translation vector of the bronchoscope at frame (i − 1). Assuming the bronchoscope is undergoing constant acceleration a, we can define velocity v (i) at frame i as:
where dt/dt is the derivative of translation ∆t = t (i) − t (i−1) between frame (i − 1) and i and ∆t is the time interval between the two frames. After integrating the derivative, we get
and hence
In our bronchoscopic navigation system, B i,i−1 , G i−1 , and H i−1 are assumed not to change over time because of a constant frame interval and the assumption of invariant acceleration in movements. We here define system state x i as
T . Based on Eqs. 17 and 19, we define
where I n×n and 0 n×n are the n × n identity and zero matrices. Assuming observation noise and its covariance matrix O i−1 to be zero and the covariance of the white noise to be W i−1 = 0.05 · I 9×9 (Nagao et al., 2004) , we obtain the estimated system state by the state-space model and estimate the position of the bronchoscope:
Next we use this estimationt (i) to compute the magnitude of the bronchoscope motion. Therefore, our Kalman-based scale factor determination can be expressed aŝ
wheret (i−1) andt (i) are determined by Kalman filtering.
Usingα (i) , we update ∆t (i) (obtained from Eq. 8 using image features and epipolar geometry analysis) to recover absolute translation vector ∆t (i) * between frame (i − 1) and i by
Based on our method that integrates SIFT features, epipolar constraints, and Kalman filtering-based scale factor estimation, predicted motion ∆Q (i) * of the bronchoscope camera between frames (i − 1) and i can now be formulated as (based on Eq. 1)
where ∆R (i) is calculated by Eq. 9. Finally, estimate ∆Q (i) * is utilized as the initialization of image registration, as described in the next section.
Intensity-based Image Registration
Intensity-based registration iteratively optimizes the six degrees of freedom describing the position and rotation of a virtual camera located in the 3D CT data. For each camera pose, a 2D VB image can be generated using a ray casting-based volume rendering technique (Mori et al., 2003) . In each iteration, this VB image generated from 3D CT is compared to the 2D RB image. The two images are most similar when the virtual and real cameras observe the same physical scene of the patient in the CT and world coordinates.
For calculating the similarity between the two images, several popular schemes are available including mean squared error, normalized cross correlation, mutual information, gradient correlation, and gradient difference (Penney et al., 1998; Viola and Wells, 1997; M.Wells et al., 1996; Hajnal et al., 2001 ). However, these approaches work effectively and efficiently only if the image similarity has a sharp peak at the camera pose where the two images need to be registered, which is not always the case for bronchoscopic images, particularly when registering VB and RB images that are from different modalities.
Our group developed a selective image similarity measure based on characteristic structures (i.e., fold or bifurcation patterns) observed in bronchoscopic views. This method, which can greatly improve the performance of bronchoscope tracking, consists of four steps: (a) division of the input RB image into subblocks, (b) feature value computation in each subblock, (c) selection of the most appropriate subblocks, and (d) image similarity computation in the selected subblocks. For more details refer to Deguchi et al. (2009) .
During intensity-based registration, we use a modified mean squared error (MoMSE) similarity measure ) to compute the dissimilarity between RB image I (i) R and virtual bronchoscopic (VB) image I V . Let I V (Q (i) ) be a VB image that is generated using rendering parameters
We update inter-frame motion ∆Q (i) to generate the most similar VB image I V (Q (i−1) ∆Q (i) ) corresponding to RB image I (i) R . The complete intensity-based registration process with respect to ∆Q (i) can be summarized in the following optimization term
The minimization process is executed using the Powell method (Berghen and Bersini, 2005) . In this search process, the initialization of ∆Q in Eq. 28 significantly affects the performance of bronchoscope tracking. In Deguchi et al. (2009) , ∆Q is initialized as an identity matrix. However, in our new hybrid method, we initialize ∆Q with our estimate ∆Q (i) * (see Eq. 27) by matching stable image features. Compared to sole image registration, these features are less dependent on airway folds or bifurcations and hence improve the performance of bronchoscope tracking. This is the major advantage of our hybrid method.
Experimental Setup

Dataset Acquisition
To evaluate the performance of all tracking methods, we propose a procedure to acquire bronchoscopic ground truth data (GTD) by combining camera calibration, hand-eye calibration, and electromagnetic tracking. At the beginning of this procedure, we acquire GTD for bronchoscope tracking using an electromagnetic tracking (EMT) system and a rigid airway phantom made of a silicone rubber cast in an acrylic box with 18 bore holes. After attaching a magnetic tracking sensor to the tip of the bronchoscope, we calibrate the intrinsic parameters (including the distortion coefficients) of the bronchoscope camera utilizing Zhang's method (Zhang, 2000) and estimate the transformation matrix between the camera and sensor coordinate systems by hand-eye calibration (Wengert et al., 2006) . Next we register the EMT and CT coordinate frames by taking the 3D measurements of a magnetic sensor inserted into each of the 18 bore holes, identifying the corresponding points in the CT data, and computing the rigid transformation matrix between the two point clouds (Eggert et al., 1997) . Afterwards, we insert the magnetically tracked bronchoscope into the phantom and acquire pairs of RB images and EMT outputs. All EMT outputs are transformed into CT coordinates using the calibration and CT-to-EMT registration results and in the following serve as our GTD.
For patient dataset validation, we apply all tracking methods to nine pairs of RB video sequences and 3D CT images based on a standard clinical protocol. The acquisition parameters of the CT images are 512 × 512 pixels, 72-351 slices, 2.0-5.0-mm slice thickness, and 0.5-2.0-mm reconstruction pitch. Bronchoscopic videos were recorded onto digital videotapes in operation rooms during examinations and transferred to the host √ ' denotes that a particular feature is used by a method. M8 is our proposed hybrid method.
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computer at 30 frames per second. The size of the video frames was 360 × 370 and 256 × 263 pixels. We did all implementations on a Microsoft Visual C++ platform and ran the software on a conventional PC (CPU: Intel XEON 3.80 GHz × 2 processors, 4-GByte main memory).
Comparison Methods
Our proposed hybrid method uses SIFT features, epipolar constraints, Kalman-based scale factor determination, and image registration to track the camera motion. To thoroughly evaluate the performance of our new method, we compared it with previously developed state-of-the-art methods. Table 1 summarizes all the methods we evaluated and the details the individual features utilized by each method. While M1 ) solely performs image registration to track the camera, M2 (Nagao et al., 2004) additionally applies Kalman filtering to predict the camera motion. M8 corresponds to our proposed method utilizing Kalman filtering to get the unknown scale of the motion matrix obtained by epipolar geometry analysis. To evaluate the performance of the scale factor estimation, we also compared our method to two alternative approaches: (a) In M6, we simply assume the motion is constant and set the scale factor to 0.3, since the bronchoscope movement is of the order of about 0.3 mm/frame (at a video frame rate of 30 fps) (Rai et al., 2008) ; (b) In M7, we performed nonlinear optimization. Instead of optimizing the full six parameters in Eq. 28, we performed a simple one-parameter intensity-based registration with respect to the scale factor as follows:
As an alternative to SIFT, optical flow can be utilized to track image features, as proposed in 2002 by Mori et al. (2002) for bronchoscope tracking. The method calculates optical flow for pixels at regular intervals by a simple block matching method that finds the 2D point correspondences between two consecutive RB images. To directly compare and evaluate the performance of SIFT and the optical flow in the context of bronchoscope tracking, our implementation allows the two methods to be easily interchanged. M3∼M5 are the optical flow equivalents of M6∼M8.
Evaluation Criterion
We define the position error as
where ε is the Euclidean distance between reference position t G acquired by EMT and estimated position t obtained by our hybrid tracking method. For errors in orientation, no generally used measure is defined. As in Schneider and Stevens (2007) , we characterize orientation error by the rotation error about the invariant Euler axis:
where R G and R are the reference and estimated orientation matrices, respectively. We take our EMT-based GTD as reference data. Additionally, we define a second measure for evaluating whether a method is more robust than another by visually inspecting and counting the number of successfully tracked frames. A frame is tracked successfully if a VB image that is generated from the estimated camera parameters resembles its corresponding RB image. This includes a comparison of the current frame to the previous and successive frames to check whether the tracking result follows the actual motion of the RB camera.
Results
Phantom Assessment
We generated ten phantom GTD sets using the EMT system to evaluate all methods. This phantom study does not involve subject motion, bubbles, and the like. We performed two kinds of evaluations. The first evaluated the accuracy of the motion estimation steps (i.e., excluding the intensity-based image registration step), and the second evaluated the overall tracking performance of the hybrid method including image registration. During the first evaluation, we only evaluated the motion estimation part of all methods, i.e., the capability of Kalman filtering, optical flow, SIFT, Epipolar geometry analysis, and our scale factor estimation to predict camera motion. We (a) use Q , and so on, repeating (a) and (b). We compute the position and orientation error between Q (i) G and tracking output Q (i) using Eqs. 30 and 31, respectively. In other words, we check how close to GTD the result of our motion estimation methods can get, if they are already initialized by GTD. Table 2 gives the quantitative results about the performance of all methods for the first two phantom datasets (Cases 1 and 2). The average position error of the SIFT-based methods (M6, M7, and M8) is less than 3 mm, and the average orientation error is not greater than 0.6
• . Our accuracy evaluation shows that M8 is the most robust method to estimate both position and orientation. M2 also seems able to accurately predict position information in this nearly ideal setup. Since M2 provides no orientation information, we cannot display the orientation error of M2 in Table 2 and Figure 5 . Figure 5 illustrates that the feature-based motion estimation methods (i.e., optical flow-and SIFT-based methods) give the same results regarding orientation errors within the same group (M3∼M5 and M6∼M8) because the estimators start with the same orientation matrices. However, we can also see that all SIFT-based methods perform much better than their optical flow counterparts, concluding that SIFT features are more stable and adaptive than optical flow features for image-based bronchoscope tracking.
The second phantom evaluation benchmarks all methods (including the intensity-based image registration step) in terms of position and rotation error compared to GTD and the number of frames correctly tracked. Furthermore, the performances of all the tracking methods are also evaluated based on the number of frames correctly tracked by visual inspection. Table 3 and Figure 6 show the detailed assessment results for the first two phantom datasets. In contrast to the previous evaluation, here we only initialized the very first frame with GTD. Compared to the other methods, M8 gives the best results. It successfully tracks all frames both in Cases 1 and 2 and has the fewest errors. As for Case 2, M6 can recover tracking after a failure in contrast to the other methods. Figure 7 visualizes the tracking performance for the first two phantom cases and shows examples of RB images and the corresponding VB images generated from the camera parameters calculated by each method. Table 4 summarizes the quantitative results for all ten phantom datasets. Proposed method M8 significantly improves tracking performance.
Note that the position and orientation errors shown in Tables 2 and 3 are stated relative to GTD. However, GTD itself contains errors stemming from camera and hand-eye calibration, CT-to-EMT registration, and EMT distortions and jitter.
Patient Assessment
This section reports the performance of our proposed method for human datasets. We applied the methods presented in Sections 3 and 4.2 on patient datasets recorded with acquisition protocols described in Section 4. To evaluate the tracking quality of the eight methods, we again count the number of frames successfully tracked. Note the difficulty of generating GTD for real patients, especially inserting a position sensor into the bronchoscope used in the operating room.
The results are summarized in Table 5 and Figure 9 . Table 5 lists the total number of successfully tracked frames for our patient studies and illustrates the effect of intensity-based registration with and without predictive camera tracking on the overall performance. Figure 9 shows examples of the RB images and the corresponding VB images generated from the camera parameters calculated by each method. For the phantom evaluation results, M8 outperforms all others methods.
Discussion
Generally speaking, for both the phantom and patient comparisons it is apparent that in all cases the intensity-based registration accuracy was increased significantly by our proposed hybrid tracking algorithm (method M8).
Note that methods M2∼M8 depend on both the results of a rough camera pose estimation step (filtering-based or featurebased motion tracking) and a camera pose refinement step (image registration). If the pose refinement step were omitted, the error would accumulate and tracking of the bronchsocope tip would fail after a few frames. The second image registration step is used to counter such accumulative error. If enough characteristic structure information (e.g., folds and bifurcations) can be collected, the final bronchoscope camera pose can be successfully determined by image registration. If characteristic structure information cannot be observed, the computation of the final bronchoscope camera pose mainly depends on the (a) Phantom Case 1 (b) Phantom Case 2 Figure 6 : Examples of position and orientation error for different methods when using GTD to initialize only first frame for bronchoscope tracking rough camera pose estimation step. We believe that both steps complement and support each other.
Phantom Study
In the phantom study, M8 successfully tracked a total of 16043 bronchoscopic images, increasing the tracking performance by 27.8% more than M1. The tracking performance was particularly improved for Cases 1 and 2 where the bronchoscope took a long path (Figure 7) . The intensity-based method sometimes exhibits better tracking performance than the other methods, except M8, because the bronchoscopic images acquired inside the phantom do not have any bubbles, respiration motion, or other deformations. Intensity-based registration alone may collect enough characteristic information to successfully perform registration. This may also be due to epipolarbased camera motion estimation that sometimes gives incorrect initial pose information of the bronchoscope. Since the intensity-based method (M1) instead utilizes the estimation results of the previous frame as initial search parameters, it does not get trapped into local minima.
For future studies we also want to improve GTD accuracy because we used it to initialize the tracking and to measure the tracking performance during our phantom studies. Basically, obtaining good GTD due to the large errors of the EMT sensor, it is very difficult in particular because the bronchoscope contains conductive metals that distort the magnetic field.
In more detail, GTD accuracy is affected by the following errors: (a) camera and hand-eye calibration error when calculating the transformation between the EMT sensor and the bronchoscope camera, (b) initial registration error when predicting the transformation between the EMT and CT coordinate systems, (c) distortion and jitter of EMT sensor measurements.
The calibration error is mainly caused by: (a) missing the synchronization during the recording of calibration pattern images (shown in Figure 8 ) and corresponding EMT sensor measurements, and (b) field distortions and jitter affecting the EMT sensor measurements. During calibration, we held the bronchoscope by hand to acquire pairs of pattern images and EMT sensor outputs. This may result in pattern images that are not synchronized to the EMT sensor outputs. In our experiments, we used ten pattern images to perform the hand-eye calibration. The average back-projection error for all pattern images was around 0.5 mm. In the future, we plan to reduce the calibration error by: (a) using a bronchoscope holder to acquire pairs of pattern images and EMT sensor measurements, so precise synchronization is unnecessary and (b) using a mid-range transmitter instead of a flat transmitter for improving EMT accuracy. Currently we use a 3D Guidance medSAFE tracker from the Ascension Technology Corporation with a 4-coil flat transmitter as a magnetic field generator and EMT sensors with diameters of only 1.3 mm. As previously shown EMT sensor outputs can be more accurate if a mid-range transmitter is used instead of a flat transmitter because the former has higher excitation than the latter ).
When performing point-based rigid registration to estimate the transformation between the EMT and CT coordinate systems (Eggert et al., 1997; Solomon et al., 2000; Becker et al., 2005) , we achieved registration error of about 1.2 mm. This error stems from two major sources. One is that we had to manually choose the landmarks in the CT coordinate system, since they are drill holes in the phantom. For our next phantom, we will use spheres attached to the phantom that can be easily and automatically segmented in CT images. The other is that in the EMT coordinate system they are again manually collected by inserting an EMT sensor into the drill holes. The sensor measurements themselves only have limited static accuracy and resolution. This limitation of EMT remains challenging. It is not easy to reduce the error of an EMT system that is usually comprised of two kinds of error: (a) static, and (b) dynamic. While static error can be partially corrected (Kindratenko, 2000) , dynamic error caused, e.g., by ferromagnetic material (which also contains the bronchoscope) is difficult to correct, unless combined with optical tracking .
Generally, we plan to use more accurate EMTs and more elaborate calibration setup when we evaluate any new methods for bronchoscope tracking. This will be future work.
Patient Study
In the patient comparison, the robustness of our tracking methods decreased because of bronchoscopic video frames problematic due to coughing, the appearance of bubbles, deformation caused by complicated breathing patterns, the bronchoscope viewing the bronchial surface, or quick insertion or extraction of the bronchoscope. However, our proposed approach M8 still shows better tracking performance than all other methods. For example, in Case K and Path 2 of Case A, bubbles, large bronchi deformation, and motion blur were observed in the RB images. Except M8, all methods failed to appropriately track bronchoscopic motion. We see two main reasons behind this improvement of M8. First, SIFT feature-based estimation gives an accurate rotation matrix and translation vectors. Second, Kalman-based scale calculation for camera motion pre- diction contributes to this improvement. Kalman filtering can in most cases properly estimate the correct depth information between consecutive frames. The Kalman-based scale determination method is generally better than the other two methods because the optimization-based method depends on the image registration result, which in turn depends on characteristic structures such as folds or bifurcations. However, if we obtain similar 2D VB images for different frames due to missing characteristic structures, we may end up with a scale factor close or equal to 0, even though the two frames were taken from different RB camera positions. Moreover, for the method that assumes the scale factor to be constant, this hard constraint obviously cannot be valid for all frames, since the camera does not move at a constant motion.
Additionally, note that Kalman filtering is used in its simplest form in all Kalman-based methods. We used exactly the same implementation as in Nagao et al. (2004) for fair comparisons. Its main restriction is the linearity of the model. We may improve the performance using extended Kalman filtering (EKF) (Welch and Bishop, 2001) , which is a non-linear model of Kalman filtering. During the implementation of Kalman filtering, we model the observation noise to be zero and filter our measurements directly, since adding observation noise did not improve the results. The tracking results are not affected either when changing the covariance matrix settings from our testing experience. For example, when we set the covariance of the white noise to beW i−1 = 0.005 · I 9×9 or W i−1 = 0.5 · I 9×9 , the tracking performance did not change. The only change was an increase in the computation time. This means filtering took "shorter or longer to believe" the measurements (Welch and Bishop, 2001) . Otherwise, we must clarify that it may not be reasonable to assume invariant acceleration in movements when using Kalman filtering. This assumption can only be satisfied when force F, moving the bronchoscope of mass m, is constant, because F = ma, with acceleration a. This may only be true in the case when bronchoscopists keep constant force to continously move the bronchoscope. There are several cases in which the performance of some methods was almost the same as that of the intensity-based method (M1), such as Cases 10 and F. This is because the estimation failed in the intensity-based registration process, even if predictive tracking gave good initialization. Therefore, additional future work will address the performance of intensitybased image registration.
Computational Efficiency
Our proposed method M8 requires approximately 1.8 seconds to process a frame. This is because feature-based motion recovery methods are time-consuming in terms of the detection of points and finding correspondences, and so is the registration stage of bronchoscope tracking. However, our future work will utilize GPU to accelerate our implementations and approximate real time, as already shown independently for SIFT (Wu, 2007) and intensity-based image registration (Sugiura et al., 2009) . Figure 10 shows examples of computation times using methods M1, M2, and M8. The detection of SIFT features is timeconsuming, particularly if implemented on CPU.
Challenges
All the methods presented here fail to continuously track the bronchoscope in some cases (e.g., Cases 10 and F). Apart from problematic bronchoscope video frames that cause tracking failure, we made several assumptions that in practice do not always hold.
First, we suppose that our feature-based motion estimation can always detect good and stable features and find correct correspondences. However, it is sometimes difficult to find reliable point correspondences between images, especially for large camera movements and (dis)appearing bubbles among successive frames. For example, in Cases C(2) and D, it is not easy to find corresponding SIFT features because many bubbles appear and disappear among successive images, and therefore camera pose estimation cannot obtain good initialization for image registration.
Second, we assume that a real bronchoscope camera is in a constant state of acceleration. This is a hard constraint since, in practice, acceleration can change quickly. Our motion recovery method cannot properly predict when the camera moves or changes direction quickly, particularly for the Kalman-based method. This may explain why setting the scale to a constant sometimes shows better tracking results than using Kalmanbased scale determination. For example, in Case H, the camera changes its direction of movement too quickly and stops entirely two times. This situation definitely violates the assumption of Kalman filtering. This means that our method fails whenever there is large mis-synchronization. In future work, we plan to measure the insertion depth of the bronchoscope to solve this problem.
Third, airways deformation caused by patient movement, breathing, and coughing is one particular challenge in navigated bronchoscopy. Currently we do not explicitly model respiratory motion in our tracking method. In general, we assume that image registration-based tracking is not as sensitive to airways deformation as EMT, because standard EMT approaches just assume a global rigid transformation between the CT and EMT coordinate systems, and image registration locally registers VB and RB images. However, in Case B, large airway deformation can be observed. Although our method can track bronchoscope motion for most frames, it still cannot precisely (2) and K. It clearly shows that for M8 average processing time with at least 1.5 seconds per frame is much higher than that for M1 and M2, because it includes SIFT feature detection. Blue line only shows time required for detecting SIFT features.
register RB and VB images because VB images are generated from CT data acquired during patient breath holds in either inspiration or expiration. We have to compensate for respiratory motion to improve the performance of bronchoscope tracking in the future. Fourth, we assume that the real world 3D space seen by the bronchoscope coincides with the virtual world 3D space represented by CT. This implies that the entire bronchial structure (characteristic parts) observed in the RB images is surmised to also be visible in VB images at any time during registration. However, the bronchial structure is not well reproduced in VB images due to the low resolution of the CT images. Furthermore, when the CT data of patients are acquired, they are usually asked to fully inhale or exhale and hold their breath. However, during bronchoscopy they are breathing regularly, deforming the airways.
Fifth, we suppose that we can accurately initialize the first VB camera pose in the CT coordinates corresponding to their RB pose at the beginning of the bronchoscope tracking. In our phantom studies, we initialize the pose of the first frame using ground truth data obtained by EMT. In our patient studies, we manually adjusted the six degrees of freedom of the virtual camera inside the 3D CT volume to generate an initial 2D VB image that resembles the corresponding RB image using a graphical user interface. In the operating room, we may integrate this graphical user interface into the bronchoscopic navigation system. However, since manual initialization is timeconsuming for a bronchoscopist, we also plan to accomplish initialization by adding an automatic camera position estimation algorithm (Shinohara et al., 2006; Merritt et al., 2006) .
Conclusion
In this paper, we presented a new hybrid motion tracking method for bronchoscopic navigation and compared it to other state-of-the-art methods in a comprehensive evaluation conducted on phantom and patient datasets. Our experimental results show that our hybrid method based on SIFT features, epipolar geometry analysis, Kalman filtering, and image registration significantly improves the tracking performance compared to other evaluated methods. Moreover, we do not depend on an additional electromagnetic tracking sensor. Our hybrid method is promising for bronchoscope tracking during bronchoscopic navigation.
